[Encrusted ureteral endoprosthesis].
The case of a patient with a ureter endoprosthesis is presented. The endoprosthesis became encrusted after remaining in position for three years. Ureter endoprosthesis in connection with renal or ureteric calculi should only remain in position for 6-8 weeks.